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KEY NOTES
1. QUANTITY OF X5320, FILM PROCESSOR, X5325, CHEMICAL MIXER, AND X5416, SILVER
RECOVERY UNIT, MAY VARY ACCORDING TO WORK LOAD. COORDINATE FILM PROCESSOR
EXHAUST CONNECTION WITH MANUFACTURER.
2. MOUNT A5145, HOOK, AT 1372 [4'-=6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1372 [4'=6"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.
3. P6150, SINK, IS REQUIRED ONLY FOR THRU WALL FILM PROCESSOR SYSTEMS, X5320. THIS IS
TO BE LOCATED OUTSIDE THE PROCESSING ROOM AND WITHIN PROXIMITY TO THE X5320.
4. X5416, SILVER RECOVERY UNIT, IS PROVIDED BY THE DEFENSE REUTILIZATION SERVICE AND
MARKETING OFFICE.
5. GENERATOR FOR X5430, MAMMOGRAPHIC RADIOGRAPHIC UNIT.
6. CONTROL CONSOLE AND SHIELD FOR X5430, MAMMOGRAPHIC RADIOGRAPHIC UNIT.
7. EDM TOWER FOR X5430, MAMMOGRAPHIC RADIOGRAPHIC UNIT.
8. DAYLIGHT PROCESSING ROOM MAY BE SUBSTITUTED FOR FILM PROCESSING ROOM.
9. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM SIGNAGE.
10. REVERSE THE LOCATIONS OF P3100, LAVATORY, AND ACCESSORIES AND E0930, SUPPLY
LOCKER, FOR NAVY PROJECTS ONLY.
11. P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200
PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION.
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NOTES

1. SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.

KEY NOTES

1. QUANTITY OF X5320, FILM PROCESSOR, MAY VARY ACCORDING TO WORK LOAD.

2. P6150, SINK, IS REQUIRED ONLY FOR THRU WALL FILM PROCESSOR SYSTEMS, X5320. THIS IS
TO BE LOCATED OUTSIDE THE PROCESSING ROOM AND WITHIN PROXIMITY TO THE X5320.

3. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1372 [4'-6"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

4. P3200, UITR ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200
PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION.
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Medical Equipment Room Guide Plates

5.04 Radiology/Nuclear Medicine

Plate Number 5.04.05
Room Name RADIOLOGY DIAG., MAMMOGRAPHY
SEPS # XDMO1/XDMP1
Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5

A1066 Mirror, Float Glass, With SS Frame, 36X18
A5075 Dispenser, Soap, Disposable

A5080 Dispenser, Paper Towel, SS, Surface Mounted
A5106 Waste Disposal Unit, Sharps w/Glove Dispenser
A5145 Hook, Garment, Double, SS, Surface Mounted
A5180 Track, Cubicle, Surface Mounted, With Curtain
E0930 Locker, Supply, 6 Drawers, Mobile, 29"W x 20"D
F0205 Chair, Side With Arms

F0230 Chair, Drafting, Rotary

F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia.

F3200 Clock, Battery, 12" Diameter

M1620 Holder, Chart, Patient, Wall or Door Mounted
P3100 Lavatory, Vitreous China, Slab Type

X3150 Rack, Apron/Gloves, Wall Mounted

X5430 Radiographic Unit, Mammographic
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Medical Equipment Room Guide Plates

5.04 Radiology/Nuclear Medicine

Plate Number 5.04.05A
Room Name RADIOLOGY DIAG., MAMMOGRAPHY (FILM PROCESSING)
SEPS # XDMO1/XDMP1

Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5
A5075 Dispenser, Soap, Disposable 1 Cc Cc Cc
A5080 Dispenser, Paper Towel, SS, Surface Mounted 1 A A A
A5145 Hook, Garment, Double, SS, Surface Mounted 1 A A A .
P2000 Station, Wash, Eye, Wall Mounted 2 A A A B
P2450 Valve, Mixing, Thermostatic 2 A A A A
P4700 Sink, Mop, Molded Stone, 10x36x24 1 A A A D
P6150 Sink, Cage Washing, SS, Single Compartment, F/S 1 A A A D
X1000 Benchtop, Plastic, Laminated, 5H x L x 23D 14 A A A
X1020 Cabinet, Wall Hung, With (3), 5 Inch Compartments 2 A A A
X1040 Cabinet, Wall Hung, 1 Door, 3 Shelves, 22x18x21 2 A A A
X1050 Cabinet, Base, (3), 5 Inch Compartments, 36x18x22 3 A A A
X1060 Cabinet, Base, 1 Door, 37x18x22 2 A A A
X1070 Bin, Receptacles, Waste, 37x12x22 1 A A A
X1080 Cabinet, Base, Film |dentifier, 36x12x22 1 A A A .
X1100 Bin, Loading, Film, 33x23x15 2 A A A F
X1600 Cabinet, Transfer, Cassette, 4 Door, 2 Compartment 1 A A A . .
X5320 Processor, Film, 90 Seconds 1 F F F B C
X5325 Mixer, Chemical, Automatic 1 C C C J A
X5416 Silver Recovery System, 5 Gallon, 20x12x12 1 C C C A
X6650 Safelight, Darkroom, Wall or Bench Mounted 1 A A A A
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